
 

 
 
 
 
 
 
 
21 April 2023 

 
 
       To: Recipients of EP06-Ed2-IG and EP06-Ed2-WB 
 
    From: Jennifer K. Adams, MT(ASCP), MSHA 
  Vice President, Standards and Quality 

 
Subject:  Correction  
 
This notice is intended to inform users of a correction made to EP06-Ed2-WB, User 
Verification of linearity Workbook, 1st ed., which is used with CLSI document EP06-Ed2-IG, 
User Verification of Linearity Implementation Guide, 1st ed. The correction is described 
below. 
 
EP06-Ed2-WB, linearity tab: 
 
In EP06-Ed2-WB, on the linearity tab, the 90% adjusted quantile (cell G11) is incorrect as 2.38 
for n = 5 and 2.31 for n = 6. The 90% adjusted quantile has been corrected to 2.31 for n = 5 
and 2.38 for n = 6. 
  
If you require any additional clarification regarding these corrections, please contact CLSI 
Customer Service (customerservice@clsi.org).  
 
We appreciate your commitment to CLSI and regret any inconvenience. 
_________ 
 
 
 


